[Unusual course of myelography. Case report].
During performing a lumbar myelography the contrast medium, which was injected correctly, suddenly disappeared. By measuring the blood-iodine concentration a flow of contrasting medium into the venous system was found. This phenomenon may explain an acute allergic reaction.